Objectives. The objective of the research was to define the mechanical properties of currently marketed temporary filling materials. Methods. Eight temporary filling materials: Boston, Dentalon, Protemp II, Revotek LC, Structure 2, Structure 3, UniFast LC, UniFast Trad were used to make 5 samples each of measurements 2 × 2 × 25 mm, in order to define the flexural strength, and 10 rings each of measurements 2 × 5 mm, in order to carry out the Vickers micro-hardness test. After preparation, the samples were stored in distilled water of temperature of 370°C, for 7 days. Subsequently, flexural strength and Vickers hardness testing was undertaken. Results. Composite temporary materials showed considerably better mechanical properties, both in flexural strength and in Vickers micro-hardness testing. Conclusions. the best mechanical properties, both in terms of flexural strength, as well as Vickers micro-hardness test can be observe among composite materials.
INTRODUCTION
The prosthetics of permanent filling is one of the most intensively developing branches of dentistry. The usage of permanent prostheses is the most advantageous and the most convenient prosthetic solution for the patient. However, prosthetic rehabilitation using permanent restorations requires several clinical and laboratory activities at different time intervals. During those intervals (from some to up to 20 days), the patient must be given the opportunity to fully function in family and social life. Hence, contemporary prosthodontics definitely demands the usage of temporary crowns and bridges while patients wait for the final solution [15, 16, 19, 21] .
As there has been an increase in the number of permanent prosthetic restorations, in recent years, there has been an increased usage of materials for temporary fillings [6] .
Materials used for provisional prosthetic restorations are treated in dental materials science as auxiliary materials. The notion 'provisional' may suggest the actual possibility of allowing some kind of carelessness while applying the restoration and less rigorous adherence to prosthetic procedures in comparison to the precision in the constructing of the final solution [5, 19] . Nonetheless, the lack of applying appropriate protection of the prepared teeth or the use of Mechanical properties of materials used for temporary fixed dentures -in vitro study Elzbieta Celej-Piszcz, Leszek Szalewski, Przemyslaw Kleinrok*, Janusz Borowicz Department of Dental Prosthetics, Medical University of Lublin, Karmelicka 7, 20-081 Lublin, Poland unsuitable material for the preparation of provisional filling may lead to the number of iatrogenic complications from the teeth or periodontium and also to the need to perform additional clinical activities. Provisional filling should provide the patient with an active and stress-free functioning in every day life [6, 11, 18, 21] . At present, the requirement for materials for provisional filling are very extensive -from both the perspective of dental materials science and dental prosthetics prophylactics. In fact, provisional filling should meet the requirements of fixed filling [1, 7, 12] .
The aim of the study was to determine the strength properties of the materials used for provisional prosthetic fillings. The researches aimed to compare the physico-mechanical properties of 7 materials widely available on the market. The scope of research covered the evaluation of materials in terms of strength parameters made by examining the microhardness and flexural strength. The test results relate to the situation of the laboratory and relate to the characteristics of the material, but the strength parameters can be related to the clinical use of the material.
MATERIALS AND METHODS
In this paper, the materials that underwent strength tests are listed in Table 1 . Separate sets of samples from each material were prepared for the tests. 9 UNIFAST TRAD/self curing acrylic resin GC EUROPE N.V.
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In order to determine the flexural strength in 3PB (three point bending test), 5 samples were made of each of the following materials: Boston, Dentalon, Protemp II, Protemp 4, Revotek LC, Structure 2, Structure 3, UniFast LC, UniFast Trad. The samples were prepared in metal moulds measuring 2 × 2 × 25 mm. To perform Vickers micro-hardness tests, 10 rings were made of each of the following materials: Boston, Dentalon, Protemp II, Revotek LC, Structure 2, Structure 3, UniFast LC, UniFast Trad. The discs were of measurements 2 × 5 mm. The metal mould was first lubricated with a thin layer of petroleum jelly on the inside to prevent the material from sticking to the walls of the mould. The tested materials were then placed, and pressed and condensed by raspatories and pluggers. Every sample requiring the use of light was irradiated with Clear Blue LED with a capacity of 1200 mW/cm 2 . In so doing, both sides of each sample were irradiated for 20 seconds. All samples were subsequently polymerized with a polyethylene film in order to eliminate an oxygen inhibition layer. After hardening, the samples were removed from the matrix gently so as not to damage the edges. Any possible roughnesses were smoothed away with a Sof-lex (3M ESPE) disc. The samples were then examined carefully to eliminate samples containing air bubbles or other inaccuracies that might have come about through condensation and polymerization. All samples were stored for 7 days from the preparation in distilled water at 370°C. After this time, the samples were rinsed twice with distilled water and dried. They were then subjected to flexural strength testing and Vickers micro-hardness testing.
The flexural strength test
The fracture resistance test was performed in a tensile tester Zwick type (Roel), with the support distance of 20 mm and with the head speed of 0.75 mm/min, utilizing an initial force of 1N. The width and thickness of each sample were measured using electronic calipers so as to obtain the most accurate results. The fracture of the sample terminated the test.
The tension determining the flexural strength was calculated from the following formula: σ = 3F m I/2bh 2 F m -maximum force at the time of the fracture of the sample I -distance between supports of 10 mm b -the width of the sample h -the thickness of the sample 
The Vickers micro-hardness test
Hardness tests were carried out using the Vickers method, with the help of Vickers micro-hardness tester mhp 100, in accordance with PN-EN ISO 6507-1, with a load of 20 g for 10 seconds. The measurement of the length of diagonal left by the indenter on the surface of the sample was made by examining the surface of the samples under optical microscope Neophot 2. In the experiment, 10 separate indentations were carried out on each sample of each material. The calculations take into account the fact that micro-hardness is proportional to the ratio of the loading force and the surface area of the indentation, the shape of which is taken as a simple pyramid with a square base and the same apex angle as that of the indenter. 
RESULTS
The results and statistical analysis are presented in Tables  2, 3 , 4, 5. Statistical analysis was carried out in three stages; firstly, descriptive statistics of the obtained results of the flexural strength were generated, then, normality of the distribution of the obtained results was assessed, finally, the significance of differences between the samples was ascertained.
Flexural strength
Statistical analysis indicates that with regard to flexural strength measured via arithmetic average, the Boston material showed the greatest flexural strength, while Dentalon showed the least physical strength. Using as a measure, average median, analogous results were obtained. Boston, however, has the greatest variability in the observed results (standard deviation) and the greatest degree of change (the difference between max and min observation). In contrast, Stuctur 3 revealed the lowest diversity of results and the smallest scope of changes within the observed results. Normality of the distribution of the results of each material were tested by Jarque-Beraia and Shapiro-Wilk tests, with the statistical significance alpha = 0.05. The aforementioned analysis shows that the results obtained for each material are normally distributed. In case of the second test, there was no normal distribution of the results for the material Protemp 4. Accordingly, the so-called non-parametric Kruskal-Wallis test was then applied. The analysis showed 5 errors out of 100 cases, we, therefore, can conclude that the differences are statistically significant.
Micro-hardness
Statistical analysis of the micro-hardness test was also carried out in three stages. Statistical analysis indicates that via arithmetic average, the greatest micro-hardness was observed in case of Structure 3, and the least micro-hardness was seen in Dentalon. Using as a measure an average median, Unifast Trad showed the greatest micro-hardness, and Dentalon showed the least micro-hardness. At the same time, Dentalon had the smallest diversity of observed results when measured by standard deviation, while the greatest diversity of the results and the At the significance level alpha = 0.05, the null hypothesis was rejected, demonstrating that all samples of materials come from the same population, which means that the differences between materials are statistically significant.
DISCUSSION
The mechanical properties of provisional restorations are essential for resistance to occlusal forces and the forces triggered during mastication, and, hence, for ensuring the survival of restoration till the time of the final prosthetic reconstruction. The essence of the undertaken endurance tests was to study the materials' mechanical strength, taking into account the two different directions of the main forces to which the actions of the prosthetic restoration in the mouth are exposed to Such work specified at the same time, the force with which the material sample is destroyed, and the hardness (or resistance) to the point forces (interaction effects of concentrated forces that may deform the surface or induce crushing or scratching).
Mechanical strength is a major factor affecting the integrity of the temporary restoration [1, 2, 14, 17] . One of the physical properties relevant from the clinical point of view is micro-hardness. This is a property that defines the resistance to scratching. Micro-hardness is the property of the material correlating with the resistance to wear. The advantage of the Vickers method over other methods in case of micro-hardness of dental materials measuring is lack of sensitivity to the imperfections of the material surface after polymerization.
The damage to the temporary restoration (cracking, breaking or material chipping) is troublesome for both patient and dentist. Restoration repair is usually not satisfactory (each repair severely weakens the material), or even impossible, and the preparation of a new restoration unnecessarily takes both the patient's and the dentist's time. Moreover, it increases the cost of treatment [1, 4, 8, 9, 10] .
In certain clinical cases, it be assumed in advance that the material out of which the restoration will be made should have good strength parameters. Situations that call for high-strength restorations include: a bridge on the side of a large bay, extended prosthetic treatment, inevitability of great forces acting on a bridge, the superior strength of the masticatory muscles in a patient, parafunctions, frequent fractures of the restorations in the past [19] .
CONCLUSIONS
Given the limitations of the test, undoubtedly, the best mechanical properties, both in terms of flexural strength as well as the Vickers micro-hardness test, are observed in composite materials. When choosing the material for temporary crowns, the dentist should know its mechanical properties as it is very important for the durability of the operation; in particular when we foresee the long-time use of temporary work, in case of lateral bridges or in the case of extensive temporary restorations. The selection of the wrong material can cause clinical complications during the prosthetic treatment.
